
Suppl 2. Procedure and fluoroscopic analysis on 2 left-1 right in cusp overlap or near- cusp overlap view
	CT analysis
	

	Average misalignment deviation, °
	16.0 (8.0-22.0)

	Commissural alignment category
	

	Commissural alignment, n (%)
	8 (47%)

	Mild CMA, n (%)
	8 (47%)

	Moderate CMA, n (%)
	1 (6%)

	Severe CMA, n (%)
	0

	Fluoroscopic analysis
	

	Final C-tab orientation
	

	 Inner Curve
	16 (94%)

	 Center Front
	0 (0%)

	 Outer Curve
	1 (6%)

	 Center Back
	0 (0%)

	 NPG
	0.11 (0.06-0.20)



CT, computed tomography; CMA, commissural misalignment; NPG, native-prosthetic gap.

